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WELCOME AND TODAYõS AGENDA

Á Introduction

Á Rachel Lane, Chief Transformation Officer, Family and Social Services Administration 

Á Kim Opsahl, Associate Director, Division of Disability and Rehabilitative Services

Á Session Overview 

Á Dr. Sara Blosser, PhD, D(ABMM), Program Manager, Indiana Department of Health COVID-19 Laboratory Testing Network

Á Safety: Personal Protective Equipment (PPE); Patient Interaction: Requisition & Swabbing; Performing the  BinaxNOWTM Test

Á Brandon Halleck, Linkage to Care Manager, Indiana Department of Health

Á Andrea Thurlow, Project Manager, Indiana Department of Health COVID-19 Laboratory Testing Network

Á Reporting Requirements ðDr. Sara Blosser

Á Applying for a CLIA Waiver ðDr. Sara Blosser

Á Program Goals 

Á Dr. Dan Rusyniak, MD, Chief Medical Officer, Family and Social Services Administration 

Á Wrap-Up and Q&A



SAFETY: PERSONAL PROTECTIVE EQUIPMENT (PPE)

The following PPE is required for BinaxNOW specimen collection:

Á Gown

Á Mask

Á Face shield or goggles

Á Gloves

If the patient is self-swabbing, the tester only needs to wear gloves.



PATIENT INTERACTION: REQUISITION AND SWABBING



PATIENT INTERACTION: REQUISITION & SWABBING

Not Included in Kit:

Á Blank Patient Report

Á QC Logs

Á PPE for Testing Personnel

Á Timer

Á Tissues

Á Access to hand washing stations AND hand sanitizer

Á Disinfecting supplies

Á Office supplies ðpen, blank paper (for printing reports)

Á Timer (DO NOT USE CELL PHONE)

Á A flat surface to perform the testing ðaway from the nurseõs station

Included in Kit:

Á Patient Collection Nasal Swab

Á Test Card

Á Reagent

Á Patient Fact Sheet

Á Product Insert (Test Procedure)



PATIENT INTERACTION: REQUISITION & SWABBING

Specimen Collection Set-up



PATIENT INTERACTION: REQUISITION & SWABBING

Explain the procedure to the patient before swabbing

Key things to highlight:

Á Swab will be inserted less then an inch into the nose and rotated 5 times. 

Same process will be repeated on the other side.

Á The BinaxNOW test is a rapid COVID-19 test. Results will be available 15 

minutes after starting the test.

Á If the patient is experiencing nasal congestion, have them blow his/her 

nose before swabbing.

Á Before swabbing, have the patient sit in a chair, back against a wall. If the 

patient is self-swabbing, standing may be more comfortable.



PATIENT INTERACTION: REQUISITION & SWABBING

Swab the patient or have the patient to self -swab.

Å Insert the nasal swab into the nostril exhibiting the most 

drainage or congestion

Å Using gentle rotation, push the swab until resistance 

is met

Å At the level of the nasal turbinates

Å Less than one inch into nostril

Å Rotate the swab 5 times or more against the nasal

wall

Å Slowly remove the swab

Å Using the same swab, repeat sample collection in the 

other nostril



PERFORMING THE BINAXNOWTM TEST

Á Prior to Beginning a Test Remember to:

ü Ensure all components are at room temperature

ü Open test card just prior to use

ü Lay test card flat for use

ü Ensure Blue Control Line is present



PERFORMING THE BINAXNOWTM TEST

Step 1:

Å Hold extraction reagent bottle vertically to ensure adequate volume

Å Add 6 drops for a Patient test

Å Add 8 drops for a Quality Control test



PERFORMING THE BINAXNOWTM TEST

Step 2:

Å Insert swab into the bottom hole of the test card

Å Firmly push swab upwards until the swab tip is visible in the top hole



PERFORMING THE BINAXNOWTM TEST

Step 3:

Å Rotate swab shaft 3 times CLOCKWISE (to theright).

Å False negative results can occur if the sample swab is not rotated (twirled)  

prior to closing the card



PERFORMING THE BINAXNOWTM TEST

Step 4:

Å Peel off adhesive liner from the right edge of the test card

Å Close and securely seal the card

Å To ensure proper test performance read results at 15 minutes and not before

Å Results should not be read after 30 minutes



PERFORMING THE BINAXNOWTM TEST ð

RESULTS INTERPRETATION

Negative

Å One pink/purple colored line in the top half  

of the window, in the Control Line position

Å Indicates a negative result & no antigen

detected

Positive

Å Two pink/purple colored lines in both the  

Control & Sample Lineposition

Å Indicates COVID-19 antigen was detected

Å Any visible pink/purple line is positive



PERFORMING THE BINAXNOWTM TEST ðINVALID RESULTS

The assay is invalid & should be repeated if:

Å Only the Sample Line ispresent

Å No lines are present

Å Blue Control Line remains blue


